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Step 7 
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Hold the respirator in hand with the nosepiece at your fingertips, 
allowing the headbands o hang freely below your hand. 


Step 2 
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Press the respirator firmly against your face with the nosepiece on the 
bridge of you nose. 


Step 3 
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Stretch and position the top band high on the back of the head. 
Stretch the bottom band over the head and position below your ears. 
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Using both hands, mold nosepiece to the shape of your nose. 


Step 5 
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To test fit, cup both hands over the respirator being careful not to disturb 
position, and inhale vigorously. If air leaks around the edges, reposition 
the straps or adjust strap tension for better fit. 
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Caution 
The respirator should be fit checked prior to each wearing. If it doesnt fit, adjust 
nosepiece and headbands. 





